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CHAPTER 1 QUTLINE

PA-78P018CW is a convert adapter to write the target device by connecting
with a PROM programmer.

target devices List
+ uPD78PO18CW
« wPD78P0O18YCW

Operating environment of PA-78P018CW show in Table 1.1.

Table 1.1 Operating environment

Temperature 10 To 35 C

During Operation

Humidity 20 To 80 %RH

CHAPTER 2 ATTACHMENTS

Check the following items out to be contained in the carton. In case of

missing any ons, give your dealer information’ s.

1. PA-78P0O18CW
2. User’s Manual “This Manua
3. Attachment List

CHAPTER 3 Operation (PG-1500)

This chapter describes operation method in case the PROM programmer PG-1500

is used with the socket adapter.

3.1 Connecting Procedure
connect the socket adapter to PG-1500 and confirm whether they work

correct!y according to the following procedure:

(1) In case the adapter except 27A adapter is connected, change it to 27A
(In this case, if the PG-1500 power is ON, no problem will occur.
PG-1500, however,must be waiting for the command, i.e., idle 0 status).

(2) Raise the lever of socket of PROM programmer and insert connector pins
of PA-78P018CW in the corresponding positions of socket of PROM
programmer ,and lower the lever of socket of PROM programmer.

Socket of PROM programmer use 32pins socket.
Note that do not bend or break connector pins caused by bad.
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By the above procedure, connecting the socket adapter and PG-1500
will complete and after that check the work as follows:




(3) Turn on the PG-1500 power if it is not ON.

In PG-1500, after turning on the power, 'Initial busy’ appears and when
initialization is finished, the buzzer sounds.

During the work, if an error is detected by the self-diagnostic, ERR-XX is
displayed in panel display part.

in this case, PG-1500 may be out of order so that inquire of the seller.
if the power is turned on with the device set, it may cause an error so
that be sure ‘to pull out the ‘device first and then turn on the power.

By the above, connecting check is finished.

3.2 Operation Procedure
3.2.1 Reading Out Sificone Signature

The target device has the PROM programming information in it, and this data

is read out by the device select function in PG-1500 and programming environment
are set. Also, in case access instruction is executed to the device, reads out

this data again, confirms that programming. circumstances set by PG-1500
correspond to the device, and than starts working.

Accordingly, in case PROM programming is done by PG-1500 and the socket adapter,

the device select function must be executed without fail.

Execute the device select function as follows:

(1) Insert the device to the socket.

(2) Set the device mode in following procedure.

@ Push ’DEVICE’ key

@ Push 'SELECT' key

® Select mode
'READ’ or *AUTQ’ mode
Reading internal condition of device, and set the
device mode automatically.
Select the 'READ’ or 'AUTO’ mode with cursor—keys, and

hit 'SET/START' key.

3.2.2 Device Operation

Access to the device has the following 5 types.

1 Blank check (check in eliminating status)
2 Copy (Device —> PG-1500 Buffer)
3 Verify (Device <——> PG-1500 Buffer compar i son)

4 Program (PG-1500 Buffer —> Device)
5 Consecutive working (1 - 4 - 3)

For the above procedures, see PG-1500 User’s Manual.

CHAPTER 4 Notes for Use

When using the socket adapter, follow the notes-as shown below:

(1) Be careful not to bend the connscter lead In case of setting
the socket adapter to- the PROM programmer.




